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Abstract—Accuracy  evaluation  of  cross  calibration  through 
band-to-band  data  comparison  for  visible  and  near  infrared 
radiometers  which  onboard  earth  observation  satellites  is 
conducted. The conventional cross calibration for visible to near 
infrared  radiometers  onboard  earth  observation  satellites  is 
conducted through comparisons of band-to-band data of which 
spectral response functions are overlapped mostly. There are the 
following major error sources due to observation time difference, 
spectral  response  function  difference  in  conjunction  of  surface 
reflectance  and  atmospheric  optical  depth,  observation  area 
difference.  These  error  sources  are  assessed  with  dataset 
acquired  through  ground  measurements  of  surface  reflectance 
and optical depth. Then the accuracy of the conventional cross 
calibration  is  evaluated  with  vicarious  calibration  data.  The 
results show that cross calibration accuracy can be done  more 
precisely if the influences due to the aforementioned three major 
error sources are taken into account.  
Keywords—vicarious  calibration;  cross  calibration;  visible  to 
near  infrared  radiometer;  earth  observation  satellite;  remote 
sensing; radiative transfer equation 
I.   INTRODUCTION 
Calibration  of  solar  reflective  wavelength  coverage  of 
mission  instruments  onboard  remote  sensing  satellites  is 
research  subject  for  many  years  [1]-[17].  It  is  obvious  that 
onboard  calibration  sources  are  degraded  for  time  being  as 
Dinguirard and Slater (1999) argued. It cannot be monitored 
even  if  onboard  monitoring  system  is  used  for  it  because 
monitoring  systems  are  degraded.  Therefore,  other 
calibrations,  vicarious  and  cross  calibrations  are  required. 
Reflectance based vicarious calibration is not accurate enough 
for monitoring the degradation. That is same thing for cross 
calibration.  
Usually,  the  conventional  cross  calibration  can  be  done 
through comparisons of band-to-band data of which spectral 
response  functions  are  overlapped  mostly.  There  are  the 
following  major  error  sources  due  to  observation  time 
difference,  spectral  response  function  difference  in 
conjunction  of  spectral  surface  reflectance  and  spectral 
atmospheric optical depth, observation area difference. These 
error  sources  are  assessed  with  dataset  acquired  through 
ground  measurements  of  spectral  surface  reflectance  and 
spectral optical depth. Then the accuracy of the conventional 
cross calibration is evaluated with vicarious calibration data.  
Several researchers investigated cross calibration. Teillet, 
Fedosejevs, Thome, and Barker (2007) investigated impact of 
spectral  response  difference  effect  between  sensors  as 
quantitative  indication  using  simulated  data  of  observation 
[19].  The  effect  is  called  SBDE  (Spectral  Band  Difference 
Effect) in this research. Twenty sensors were considered in the 
simulation  together  with  some  ground  types,  various 
combinations  of  atmospheric  states  and  illumination 
geometries. They argued, overall, if spectral band difference 
effects  (SBDEs)  are  not  taken  into  account,  the  Railroad 
Valley Playa site is a ’good ’ground target for cross calibration 
between most but not all satellite sensors in most but not all 
spectral  regions  investigated.  ’Good  ’is  denoted  as  SBDEs 
within 3%.  
Liu,  Li,  Qiao,  Liu,  and  Zhang  (2004)  developed  a  new 
method for cross calibration, and then applied the method to 
sensors Multi-channel Visible Infrared Scanning radiometers 
(MVIRS)  and  Moderate  Resolution  Imaging  Spectro-
radiometer  (MODIS)  [18].  They  argued,“'An  error  analysis 
indicates that the calibration is accurate to within 5%, which is 
comparable to, or better than, the vicarious calibration method. 
The  method  considers  surface  bidirectional  reflectance 
distribution  function  (BRDF)  mainly.  BRDF  indicates 
distribution  of  angle  of  reflection  depend  on  an  angle  of 
incidence of illumination on the surface. In these researches, 
differences of SRF do not be considered. If the impact of its 
difference can be considered on cross calibration, differences 
between observed data can be explained more exactly and we 
can implement cross calibration by higher reliability.  
ASTER/VNIR is onboard Terra satellite and is calibrated 
with  onboard  calibration  sources  [20],  vicarious  calibration 
data  as  well  as  cross  calibration.  MODIS  is  onboard  same (IJACSA) International Journal of Advanced Computer Science and Applications, 
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platform  and  is  calibrated  with  the  aforementioned  several 
types of data [21]. This situation is same thing for MISR [22] 
and ETM+ onboard the different platform, Landsat-7 [23]. 
The method proposed here is to check a reliability of the 
calibration sources through vicarious and cross calibrations for 
validations of these calibration accuracies. Namely, vicarious 
calibration requires spectral surface reflectance measurements 
and spectral optical thickness measurements. By using these 
ground based acquired data, cross calibration is conducted to 
improve  a  reliability  of  the  calibration  sources  through 
comparison of vicarious calibration data. The results show that 
cross calibration accuracy can be done much more precisely if 
the  influences  due  to  the  aforementioned  three  major  error 
sources are taken into account. 
The  following  section  describes  the  proposed  cross 
calibration  method  together  with  research  background 
followed by some experiments. Then conclusion is described 
together with some discussions. 
II.  PROPOSED CROSS CALIBRATION METHOD 
A.  Research Background 
The  proposed  cross  calibration  method  is  based  on 
improvement  of  reliability  of  calibration  accuracy  through 
cross  comparison  to  the  vicarious  calibration.  The 
conventional  cross  calibration  can  be  done  with  cross 
comparison between two visible to near infrared radiometer 
data. Therefore,  cross  calibration  coefficients  are  essentially 
relative  value.  Cross  calibration  may  be  affected  by  the 
difference of wavelength coverage of the different visible to 
near infrared radiometers in conjunction with spectral surface 
reflectance and spectral optical depth, the difference between 
Instantaneous Field of View: IFOV, and the registration error 
between two visible to near infrared radiometer pixels and is 
not so good in terms calibration accuracy.  
B.  Example of Cross Calibration 
The  mission  instrument  in  concern  is  VNIR:  Visible  to 
Near Infrared Radiometer of ASTER: Advanced Spectrometer 
for Thermal Emission and Reflectance onboard Terra satellite. 
Other  instruments  of  which  wavelength  coverage  are 
overlapped are onboard the same Terra satellite. Namely, the 
wavelength  coverage  of  MODIS  and  MISR  are  overlapped 
with  ASTER/VNIR.  The  wavelength  coverage  of  these 
mission instruments are shown in Table 1 together with IFOV: 
Instantaneous Field of View. Other than these, the wavelength 
coverage of ETM+ onboard Landsat-5 is also overlapped with 
that  of  ASTER/VNIR.  Therefore,  cross  calibration  can  be 
done between ASTER/VNIR and MODIS, MISR, ETM+. In 
MISR,  these  wavelengths  are  center  wavelength  of  band. 
MISR bandwidth in Green, Red, and NIR are 0.028, 0.022, 
0.039 micrometer, respectively. 
Spectral response functions of these instruments are shown 
in Figure 1. Figure 1 (a) shows spectral responses for Green 
bands of the three mission instruments in concern while Figure 
(b)  shows  those  for  Red  bands.  Furthermore,  Figure  1  (c) 
shows those for Near Infrared bands. Band width and center 
wavelength are different each other.  
Wavelength  Coverage  of  Visible  to  Near  Infrared 
Radiometers  for  Cross  Calibration  in  Unit  of  Micrometer 
Therefore, influence due to the difference of spectral response 
functions  have  to  be  taken  into  account.  These  data  are 
available from the urls listed in Table 2. 
Although  the  data  acquisition  time  of  ASTER/VNIR  is 
totally  equal  to  these  of  MISR,  and  MODIS  because  these 
instruments  are  onboard  the  same  satellite,  Terra,  ETM+ 
onboard Landsat-5 differs from the ASTER/VNIR for about 
30 minutes. 
TABLE I.   MAJOR SPECIFICATION OF FOUR RADIOMETERS IN CONCERN 
FOR CROSS CALIBRATION BETWEEN ASTER/VNIR AND THE OTHER THREEE 
RADIOMETRS  
 
 
 
(a)Green bands 
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(c)Near Infrared bands 
Fig.1.  Comparison  among  the  spectral  response  functions  of 
ASTER/VNIR, MODIS, MISR, and ETM+ 
TABLE II.   URLS OF WHICH VISIBLE TO NEAR INFRARED RADIOMETER 
DATA CAN BE DOWNLOAD  
 
 
Other  than  these,  registration  error  has  to  be  taken  into 
account  in  cross  calibration.  Figure  2  shows  the  illustrative 
view  of  the  registration  error  between  the  pixels  of 
ASTER/VNIR and the other instruments. 
 
Fig.2.  Registration error 
 
Registration of the pixel of ASTER/VNIR in concern does not 
match perfectly to a corresponding pixel of the other mission 
instruments. Also, IFOV of ASTER/VNIR differs from those 
of the other mission instruments.  
C.  Coventional Cross Calibration 
In  the  conventional  cross  calibration,  the  corresponding 
pixels of  ASTER/VNIR are compared to those of the other 
instruments  in  unit  of  radiance.  The  difference  of  radiance 
between  ASTER/VNIR  and  the  other  instruments  is  cross 
calibration coefficients for each band. It is difficult to take into 
account  the  difference  of  spectral  response  functions,  the 
difference of acquisition time difference. Influence due to the 
difference of IFOV and registration error can be taken into 
account.  Therefore,  cross  calibration  coefficients  are 
essentially relative values.  
D.  Vicarious Calibration 
Vicarious  calibration  coefficients,  on  the  other  hand,  is 
defined as the difference between ASTER/VNIR pixel value 
derived radiance and the estimated radiance derived from the 
radiative transfer equation with the input parameters of surface 
reflectance measured on the ground, refractive index and size 
distribution  estimated  with  atmospheric  optical  depths 
measured on the ground at the several wavelengths for aerosol 
scattering  and  absorption,  and  Rayleigh  scattering  derived 
from  measured  atmospheric  pressure.  Therefore,  vicarious 
calibration coefficients are essentially absolute values. 
E.  Proposed Cross Calibration 
The  cross  calibration  method  proposed  here  provides 
absolute calibration coefficients with measured reflectance and 
optical depth which are used for vicarious calibration. Top of 
the  atmosphere:  TOA  radiance  is  estimated  with  radiative 
transfer  equation  with  the  measured  surface  reflectance  and 
optical depth through convolution with the spectral response 
functions  of  the  visible  to  near  infrared  radiometers  in 
concern.  Then  cross  comparison  is  made  between  the 
estimated  TOA  radiance  of  the  visible  to  near  infrared 
radiometers in concern. 
Vicarious  calibration,  on  the  other  hand,  uses  measured 
spectral  reflectance  and  spectral  optical  depth.  Therefore, 
vicarious calibration coefficients are essentially absolute value 
and are comparatively good in terms calibration accuracy. The 
difference  between  the  proposed  cross  calibration  and 
vicarious calibration methods is comparison processes. After 
the vicarious calibration for different visible to near infrared 
radiometers,  vicarious  calibration  coefficients  of  visible  to 
near  infrared  radiometer  are  compared  each  other  in  the 
proposed cross calibration.  
III.  EXPERIMENTS 
A.  Experiments Conducted 
Field campaigns are conducted at the following there test 
sites, 
IV: Ivanpah Playa (35:34N, 115:24W,790m), California 
AL: Alkali Lake (37:51N, 117:25W, 1463m), Nevada 
RV:  Railroad  Valley  Playa  (38:30N,  115:41N,  1440m) 
Nevada 
Table  3  shows  the  dates  of  the  field  campaigns.  Target 
pixel can be identified through visual perception of blue tarp 
on  the  test  sites.  Thus  the  test  site  locations  are  precisely 
identified with good registration accuracy. 
B.  Surface Reflectance 
The surface reflectance is measured at the test sites for 60 
m by 60 m with 10m interval. Figure 6 shows examples of the 
measured  spectral  surface  reflectance  at  three  test  sites, 
Ivanpah  Playa  on  September  22  2011,  Alkali  Lake  on 
September 27 2011 and Railroad Valley Playa on September (IJACSA) International Journal of Advanced Computer Science and Applications, 
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29 2011. 
TABLE III.   THE DATES OF THE FIELD CAMPAIGNS 
 
The first column shows the days after launch 
C.  ASTER/VNIR Images 
Figure 3 shows examples of the ASTER/VNIR NIR band 
images  of  three  test  sites.  Red  square  shows  the  test  site 
locations.  
D. Atmospheric Optical Depth 
The atmospheric optical depth is measured at the test sites. 
Figure 7 shows examples of the measured atmospheric optical 
depth. In the atmosphere, there are absorption due to water 
vapor, ozone and aerosols together with scattering due to the 
atmospheric molecules, aerosols. Atmospheric Optical Depth: 
AOD (optical thickness) in total, Optical Depth: OD due to 
water  vapor  (H2O),  ozone  (O3),  molecules  (MOL),  aerosols 
(AER), and real observed OD (OBS) are plotted in Figure 7. 
 
 
(a)Ivanpah Playa 
 
(b)Alkali Lake 
 
(c)Railroad Valley Playa 
Figure 5 Examples of the ASTER/VNIR NIR band images of three test site 
 
 
Figure 6 Examples of the measured spectral surface reflectance. 
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Figure 7 Example of observed atmospheric optical depth in total and the best fit 
curves of optical depth due to water vapor, ozone, molecules, and aerosols 
calculated with MODTRAN of atmospheric radiative transfer software code.. 
E.  Vicarious Calibration 
Vicarious  calibration  coefficients  are  obtained  based  on 
radiative transfer software code of MODTRAN with the field 
campaign data of surface reflectance, total column ozone and 
water  vapor,  as  well  as  atmospheric  pressure  together  with 
aerosol  parameters;  refractive  index  and  size  distribution 
derived  from  sky  radiometer  data  and  atmospheric  optical 
depth. TOA radiance is estimated through the aforementioned 
procedure and then is compared to the ASTER/VNIR derived 
radiance  results  in  calculation  of  vicarious  calibration 
coefficients. Table 4 shows the calculated vicarious calibration 
data. 
TABLE IV.   THE VICARIOSU CALIBRATION COEFFICIENTS 
Days Since Launch  Band 1  Band 2  Band 3N 
105  0.971  0.997  0.951 
169  0.855  0.908  0.92 
176  0.945  0.968  1.01 
537  0.855  0.821  0.83 
544  0.999  1.01  0.96 
761  0.91  0.87  0.83 
912  0.865  0.905  0.89 
1091  0.81  0.840  0.845 
1098  0.87  0.885  0.920 
1289  0.84  0.838  0.850 
1296  0.79  0.801  0.810 
1435  0.77  0.801  0.845 
1442  0.78  0.868  0.870 
1737  0.81  0.836  0.860 
1744  0.77  0.843  0.830 
2073  0.78  0.822  0.810 
2078  0.76  0.807  0.840 
2080  0.75  0.798  0.820 
2185  0.84  0.836  0.850 
2190  0.79  0.801  0.809 
2416  0.77  0.803  0.845 
2425  0.78  0.866  0.870 
2537  0.81  0.833  0.860 
2825  0.77  0.843  0.830 
2830  0.78  0.821  0.805 
3193  0.76  0.805  0.840 
3198  0.75  0.790  0.820 
3200  0.726  0.755  0.783 
3273  0.737  0.754  0.809 
3545  0.841  0.850  0.878 
3552  0.801  0.809  0.837 
3929  0.804  0.810  0.856 
3934  0.818  0.825  0.748 
3936  0.816  0.823  0.815 
4265  0.788  0.814  0.793 
4270  0.797  0.767  0.797 
4272  0.848  0.858  0.815 
 
In  accordance  with  the  days  after  launch,  Radiometric 
Calibration  Coefficient:  RCC  is  decreased  as  exponential 
function. Namely, sensitivity of ASTER/VNIR is degraded for 
time  being.  There  is  test  site  dependency  and  wavelength 
dependency. The most degraded band is band 1 followed by 
band  2  and  band  3  depending  on  the  corresponding 
wavelength.  Namely,  sensitivity  degradation  is  negatively 
proportional  to  the  wavelength  (degradation  of  shorter 
wavelength is much greater than that of longer wavelength).  
Sensitivity degradation foe the Alkali test site, on the other 
hand, is much significant in comparison to the other two test 
sites, sensitivity degradation for the other two sites indicate 
almost  same  though.  One  of  the  biggest  reasons  for  this  is 
sensor saturations. Due to the fact that the surface reflectance 
at  Alkali  test  site  is  highest  comparing  to  the  others, 
ASTER/VNIR,  in  particular,  band  1  and  2  are  saturated. 
Sensitivity degradation should be same for all the test sites. 
Therefore, vicarious calibration coefficients  for in particular 
band 1 and 2 derived from the Alkali test site would be better 
to forget. 
F.  Cross Calibration Coefficients 
Figure  8  (a),  (c),  (e)  shows  the  Radiometric  Calibration 
Coefficient: RCC of the conventional cross calibration while 
Figure  8  (b),  (d),  (f)  shows  those  for  the  proposed  cross 
calibration. Red solid line in the figure shows RCC derived 
from Onboard Calibration: OBC data. OBC data derived RCC 
differs  from  both  the  conventional  and  the  proposed  cross 
calibration RCC. 
These cross calibration coefficients are summarized with 
their averaged RCC and Standard Deviation: SD together with 
their Confidence Interval: CI at 95% of confidence level as (IJACSA) International Journal of Advanced Computer Science and Applications, 
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shown in Table 5. Also Root Mean Square Difference: RMSD 
between vicarious RCC and the conventional cross calibration 
RCC as well as the proposed cross calibration RCC is shown 
in Table 6. 
As shown in Table 6, RMSD between the vicarious RCC 
and  the  proposed  cross  calibration  RCC  is  less  than  that 
between  the  vicarious  RCC  and  the  conventional  cross 
calibration RCC.  
Therefore,  it  is  said  that  the  proposed  cross  calibration 
method  is  superior  to  the  conventional  cross  calibration 
method obviously.  
Percent difference of RMSD between the conventional and 
the proposed cross calibration is shown in Table 7.  
It  may  said  that  the  proposed  cross  calibration  method 
shows  6  to  89%  better  cross  calibration  accuracy  in 
comparison to the conventional cross calibration. 
 
 
(a)Conventional Band 1 
 
(b)Proposed Band1 
 
(c)Conventional Band 2 
 
(d)Proposed Band 2 
 
(e)Conventional Band 3 (IJACSA) International Journal of Advanced Computer Science and Applications, 
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(f)Proposed Band 3 
Figure 8 Comparison of cross calibration RCC between the conventional and 
the proposed cross calibration methods 
TABLE V.   SUUMARY OF CROSS CALIBRATION COEFFICIENTS 
(a)Cross RCC for Green and Red bands 
 
(b)Cross RCC for NIR band 
 
TABLE VI.   AVERAGED ROOT MEAN SQUARE DIFFERENCE BETWEEN 
VICARIOUS CALIBRATION RCC AND CROSS CALIBRATION RCC 
  Conventional  Proposed 
Site  ETM+  MISR  MODIS  ETM+  MISR  MODIS 
Ivanpah  0.0733  0.0798  0.0338  0.0690  0.0645  0.0169 
Alkali  0.0280  0.0625  -  0.00312  0.0387  - 
Railroad  0.0889  0.0194  0.0619  0.0807  0.0031  0.0346 
TABLE VII.   PERCENT DIFFERENCE OF RMSD BETWEEN CONVENTIONAL 
AND PROPOSED CROSS RCC 
 
% Difference between Conventional and Proposed Cross RCC 
Site  ETM+  MISR  MODIS 
Ivanpah  5.866  19.173  50.000 
Alkali  88.857  38.080    - 
Railroad  9.224  84.021  44.103 
IV.  CONCLUSION 
Accuracy evaluation of cross calibration through band-to-
band data comparison for visible and near infrared radiometers 
which onboard earth observation satellites is conducted. The 
conventional  cross  calibration  for  visible  to  near  infrared 
radiometers onboard earth observation satellites is conducted 
through comparisons of band-to-band data of which spectral 
response  functions  are  overlapped  mostly.  There  are  the 
following  major  error  sources  due  to  observation  time 
difference,  spectral  response  function  difference  in 
conjunction  of  surface  reflectance  and  atmospheric  optical 
depth,  observation  area  difference.  These  error  sources  are 
assessed with dataset acquired through ground measurements 
of surface reflectance and optical depth. Then the accuracy of 
the conventional cross calibration is evaluated with vicarious 
calibration data.  
The  results  show  that  cross  calibration  accuracy  can  be 
done  more  precisely  if  the  influences  due  to  the 
aforementioned  three  major  error  sources  are  taken  into 
account. 
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